Experience with unipolar pectoral defibrillation.
With simple, single lead unipolar pectoral defibrillators, ICD technology has reached a level of ease and safety comparable to pacemaker implantation. It will be difficult to further decrease the morbidity associated with ICD implantation; just as it will be difficult to improve upon current device treatment of sudden cardiac death. Even as further incremental improvements in devices and leads will undoubtedly occur, at this point in ICD evolution, it is investigating the expanded use of this therapy as a prevention tool that is likely to have the largest overall impact on cardiac arrest survival.